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The scanning tunneling microscope is proposed as a method to measure forces as small as 10
N. As one application for this concept, we introduce a new type of microscope capable of investi-
gating surfaces of insulators on an atomic scale. The atomic force microscope is a combination of
the principles of the scanning tunneling microscope and the stylus profilometer. It incorporates a
probe that does not damage the surface. Our preliminary results in air demonstrate a lateral resolu-0 0
tion of 30 A and a vertical resolution less than 1 A.
PACS numbers: 68.35.Gy
%e are concerned in this paper with the measure-
ment of ultrasmall forces on particles as small as single
atoms. %e propose to do this by monitoring the elas-
tic deformation of various types of springs with the
scanning tunneling microscope (STM). ' It has been a
common practice to use the displacement of springs as
a measure of force, and previous methods have relied
on electrostatic fields, magnetostatic fields, optical
waves, and x rays. Jones~ has reviewed the devices
that use variable capacitances and he reports that dis-
placements of 10 4 A can be measured. SQUIDs3 are
superconducting elements that measure the expulsion
of magnetic fields in variable-inductance devices.
They are used in gravity gradiometers to measure dis-
placements of 10 6 A. Tabor and co-workers in their
work with van der Waals forces have used optical in-
terference methods to measure displacements of 1 A.
With an x-ray interferometer constructed from a single
crystal of silicon, Deslattes' has also measured dis-
placements of 10 A which is about 1'/0 of the nuclear
diameter.
We are proposing a new system wherein the STM is
used to measure the motion of a cantilever beam with
an ultrasmall mass. The force required to move this
beam through measurable distances (10 A) can be
as small as 10 ' N. The masses involved in the other
techniques are too large to reach this value. This level
of sensitivity clearly penetrates the regime of inter-
atomic forces between single atoms and opens the door
to a variety of applications. The atomic force micro-
scope (AFM) is a new tool designed to exploit this lev-
el of sensitivity. It will be used to investigate both
conductors and insulators on an atomic scale. %e en-
vision a general-purpose device that will measure any
type of force; not only the interatomic forces, but elec-
tromagnetic forces as well.
%ith the STM, 6 the atomic surface structure of con-
ductors is well resolved. For bulk insulators7 an
equivalent method is missing although the stylus profi-
lometer (SP)8 9 has been developed into a powerful
microscopic technique. Teague et al. ' have used the
SP to record three-dimensional images of surfaces with
a lateral resolution of 1000 A and a vertical resolution
of 10 A. A related technique is the scanning capaci-
tance microscope described by Matey and Blanc."
They report a lateral resolution of 5000 A and a verti-
cal resolution of 2 A.
The SP has much in common with the STM. The
tip in the STM and the stylus in the SP are both used
to scan the surface, sense the variations of the sample,
and generate three-dimensional images. The stylus in
the profilometer is carried by a cantilever beam and it
rides on the sample surface. This means that a rough
surface can be plastically deformed. " The radius of
this stylus is about 1 p, m, and the loading force ex-
tends from 10 to 10 N. '
The spring in the AFM is a critical component. %e
need the maximum deflection for a given force. This
requires a spring that is as soft as possible. At the
same time a stiff spring with high resonant frequency
is necessary in order to minimize the sensitivity to vi-
brational noise from the building near 100 Hz. The
resonant frequency, fo, of the spring system is given
by f0= (I/2sr)(k/nto)', where k is the spring con-
stant and ttto is the effective mass that loads the spring.
This relation suggests a simple way out of our dilem-
ma. As we decrease k to soften the spring we must
also decrease mo to keep the ratio k/mo large. The
limiting case, illustrated in Fig. 1, is but a single atom
adsorbed at site A in the gap of an STM. It has its own
mass and an effective k that comes from the coupling
to neighboring atoms.
The mass of the spring in manmade structures can
be quite small but eventually microfabrication'4 will be
employed to fabricate a spring with a mass less than
10 '0 kg and a resonant frequency greater than 2 kHz.
Displacements of 10 A can be measured with the
STM when the tunneling gap is modulated. The force
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FIG. 1. Description of the principle operation of an STM
as well as that of an AFM. The tip follows contour B, in one
case to keep the tunneling current constant (STM) and in
the other to maintain constant force between tip and sample
(AFM, sample, and tip either insulating or conducting).
The STM itself may probe forces when a periodic force on
the adatom 3 varies its position in the gap and modulates
the tunneling current in the STM. The force can come from
an ac voltage on the tip, or from an externally applied mag-
netic field for adatoms with a magnetic moment.
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FIG. 2. Experimental setup, The lever is not to scale in
(a). its dimensions are given in (h). The STM and AFM
piezoelectric drives are facing each other, sandwiching the
diamond tip that is glued to the lever.
required to produce these displacements is 2&& 10 ' N
and this is reduced by 2 orders of magnitude when a
cantilever with a 0 of 100 is driven at its resonant fre-
quency.
AFM images are obtained by measurement of the
force on a sharp tip (insulating or not) created by the
proximity to the surface of the sample. This force is
kept small and at a constant level with a feedback
mechanism. %hen the tip is moved sideways it will
follow the surface contours such as the trace 8 in Fig.
1.
The experimental setup is shown in Fig. 2. The can-
tilever with the attached stylus is sandwiched between
the AFM sample and the tunneling tip. It is fixed to a
small piezoelectric element called the modulating
piezo which is used to drive the cantilever beam at its
resonant frequency.
The STM tip is also mounted on a piezoelectric ele-
ment and this serves to maintain the tunneling current
at a constant level. The AFM sample is connected to a
three-dimensional piezoelectric drive, i.e., the x,y, z
scanner. A feedback loop is used to keep the force
acting on the stylus at a constant level. Viton spacers
are used to damp the mechanical vibrations at high fre-
quencies and to decouple the lever, the STM tip, and
the AFM sample. The tip is brought in close proximi-
ty to the sample by mechanical squeezing of the Viton
layers. High-frequency ( ) 100 Hz) filtering of build-
ing vibrations is done as in the pocket-size STM' with
a stack of metal plates separated by Viton.
We have operated the AFM in four different modes
which relate to the connections of the two feedback
circuits, one on the STM and the other on the tip. All
four of these modes worked in principle. They each
served to maintain a constant force, fo, between the
sample and the diamond stylus while the stylus fol-
lowed the contours of the surface.
In the first mode we modulated the sample in the z
direction at its resonant frequency (5.8 kHz). The
force between the sample and the diamond stylus —the
small force that we want to measure —deflects the lev-
er holding the stylus. In turn, this modulates the tun-
neling current which is used to control the AFM-
feedback circuit and maintain the force fo at a constant
level.
In the second and third modes, the lever carrying the
diamond stylus is driven at its resonant frequency in
the z direction with an amplitude of 0.1 to 10 A. The
force, fo, between sample and stylus changes the
resonant frequency of the lever. This changes both
the amplitude and phase of the ac modulation of the
tunneling current. Either of these can be used as a sig-
nal to drive the feedback circuits.
In the fourth mode we used one feedback circuit. It
was connected to the AFM and it was controlled by the
tunneling current in the STM. This system maintained
the tunneling gap at a constant level by changing the
force on the stylus.
The fourth mode was further improved by reconnec-
tion of both feedback circuits in such a way that the
AFM sample and the STM tip were driven in opposite
directions with a factor n less in amplitude for the
STM tip. The value of a ranged from 10 to 1000.
In contrast to previous methods, the absolute value
of fo, the force on the stylus, was not well defined ex-
cept at the beginning of the measurement. The defor-
mation of the spring, 4z, is we11 calibrated at the start-
ing point, but as the measurement proceeds each com-
ponent of the system moves in an unknown way be-
cause of thermal drifts. These change the initial cali-
bration. Additionally, we know that the three-
dimensional motion of the AFM sample must produce
modest amounts of change in Az so as to compensate
for the simultaneous motion of the stylus as it follows
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than these values. Therefore, we should be able to
measure all of the important forces that exist between
the sample and adatorns on the stylus.
Finally, we want to point out that these forces also
exist in the tunneling microscope itself and that they
can have a strong influence on the data collected with
the STM."' The STM could be used as a force mi-
croscope in the mode described here by simply mount-
ing the STM tip on a cantilever beam.
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